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INTRODUCTION

One of the most prevalent reasons for impaired vision in the elderly is cataract. It can either be inheriited or acquired. Cataract leads to hardening of the lens
fibers which leads to opacification of the lens so there is decrease in visual acuity.
Pre-operative planning for cataract surgery involves reliable and accurate measurements of the globe, including corneal curvature (keratometry) and axial
length to choose the appropriate power of intra-ocular lens (IOL) to implant. With the increasing use of lenses and other premium IOLs, there is even more
emphasis on the accuracy of keratometric measurements. The IOLMaster (Carl Zeiss Meditec, Jena, Germany) is well established for use within cataract
surgery due to the high repeatability in keratometric measurements proven within the literature.
The advent of a new system, VERION (Alcon Laboratories Inc. Fort Worth, TX), has provided a need to assess the accuracy and reliability of this new device. One
study analysed the repeatability of keratometric and white-to-white distance measurements using the VERION system and these results were compared with
the results from the IOLMaster. The VERION system demonstrated high repeatability and the measurements agreed with the IOLMaster. However, the results
also highlighted that further studies into the post-operative outcomes of patients measured with the VERION image guided system are needed. A disadvantage
of the VERION system is that it can not measure the axial length of the eyes and therefore requires the axial length from the IOLMaster to be inputted.

AIM AND OBJECTIVES

AIM :- VERION IMAGE GUIDED SYSTEM: Study on expected refraction and keratometry
OBJECTIVES :To compare keratometry readings of IOL MASTER 500 and Verion.
To compare preoperative VERION expected refractive outcome and the postoperative AR (Autorefractokeratometer) reading by using Topcon KR-800.

METHODOLOGY

A retrospective and prospective study was conducted at Rotary eye institute, Navsari, All patients were diagnosed with cataract was included in the study.
Subject to the inclusion criteria below, 63 eyes of patients who attended Rotary eye institute from January 2020 - february 2021 for cataract surgery preassessment were measured both with the IOLMaster and the VERION systems. The patients were examined in a seated position with their chin on a chinrest
and their foreheads against a rest to stabilise them during measurements. During each individual pre-assessment, the patient was examined on both
machines by the same examiner and then followed-up approximately 60days post-operatively by the same examiner on the VERION image guided system, as
well as the TopCon KR-800S autorefractor.
Exclusion criteria:Inclusion Criteria:1.Multifocal lenses implanted
1. Adults (≥ 22 years of age at the time of surgery), diagnosed with
2. History of severe dry eyes.
cataracts
3. Retinal/uveal pathology or concurrent ocular disease including age-related
2. Planned cataract surgery and implantation of FOLDABLE IOL.
macular degeneration (AMD), choroidal neovascularization (CNV), glaucoma,
3.Pre-operative IOLMaster and VERION scans
diabetic retinopathy, retinitis pigmentosa, optic nerve pathology.
4.Post-operative auto-refractions
4. Previous intraocular or any corneal refractive surgery.
5.Monofocal lenses implanted ( Alcon IQ and Alcon Single piece )
5. Any inflammation or edema (swelling) of the cornea, including but not limited
6.Surgery with 2.2mm incision with centurion phaco system and was
to the following: keratitis, keratoconjunctivitis, and keratouveitis.
done by single surgeon
6. Amblyopia.

RESULT

Out of 63 patient’s eyes, 39(61.9%) were female’s eye & 24(38.1%) were male’s eye. A pair t – test was performed between verion expected spherical, cylinder and
cylinder axis and post op AR spherical, cylinder and cylinder axis. There was no significant difference between verion expected spherical, cylinder and cylinder axis
and post op AR spherical , cylinder and cylinder axis(M= -0.13, SD=0.12 ) and (M= -0.23,SD=0.49), p = 0.104, (M= - 0.75, SD=0.46 ) and (M=-0.80,SD=0.56) , p = 0.308, (M=
88.71, SD=36.47 ) and (M= 88.89 ,SD=40.81), p = 0.981.Strong linear correlation was observed between IOL MASTER K1 and VERION K1, IOL MASTER K2 and VERION K2
and MEAN IOL MASTER K and MEAN VERION K, Pearson correlation =.97, ρ <.01. Pearson correlation =.96, ρ <.01, Pearson correlation =.97, ρ <.01

DISCUSSION
Assessing the suitability of a new device in cataract surgery relies upon high
repeatability of measurements and postoperative outcomes, which has been
well established for the IOLMaster, with several papers within the literature
demonstrating high repeatability of keratometry measurements.Previous
study shows result, The mean post-operative spherical equivalent outcome
compared to the IOL master predictions was -0.0496D (standard deviation
0.427), ranging from -1.255 to +0.935D. The mean post-operative spherical
equivalent outcome compared to the VERION predictions was -0.0426D
(standard deviation 0.429), ranging from -1.305 to +0.89D.
Our study Out of 63 patient’s eyes, 39(61.9%) were female’s eye & 24(38.1%)
were male’s eye results shows that both the IOLMaster and the VERION
systems have a good place in the prediction of postoperative spherical,
cylinder and cylinder axis outcomes compared with Autokeretorefractometer
(Topcon KR 800) readings (objectively) after cataract surgery, as postoperatively there is no statistical difference between VERION expected
spherical,cylinder, cylinder axis and Post operative Autokeratorefractometer.
(Topcon KR 800) spherical, cylinder and cylinder axis (M= -0.13, SD=0.12 ) and
(M= -0.23,SD=0.49), p = 0.104, (M= - 0.75, SD=0.46 ) and (M=-0.80,SD=0.56) ,
p = 0.308, (M= 88.71, SD=36.47 ) and (M= 88.89 ,SD=40.81), p = 0.981.
Our study observed that there is a strong correlation between IOL Master
and VERION keratometric readings Pearson correlation =.97, ρ <.01. With
further potential developments in technology and new devices, the VERION
may enjoy an increasing role in cataract surgery.

CONCLUSION
The VERION IMAGE GUIDED SYSTEM is the new technology to give reliable
expected refractive outcome. The VERION IMAGE GUIDED SYSTEM and IOL
Master together can be used for achieving near emmetropia post operatively,
and for better suggestion of IOL’s.
In our study, IOLMaster and the VERION systems have a place in the prediction
of postoperative spherical cylinder and cylinder axis outcomes compared with
Autokeretorefractometer (Topcon KR 800) readings (objectively) after cataract
surgery, as post-operatively there is no statistical difference between VERION
expected
spherical
cylinder,
cylinder
axis
and
Post
operative
Autokeratorefractometer (Topcon KR 800) spherical cylinder and cylinder axis.
There is a strong correlation between the IOL Master and the VERION
Keretometric readings. There was no significant difference in accuracy
between the two systems. In addition to its role in astigmatism management,
the VERION may be used to help refine postoperative spherical refractive
predictions from the IOLMaster.The VERION system has high repeatability and
agreement with the IOLMaster, making it suitable as an alternative tool in
clinical practice.
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